
 
Updates to Protocol *Cell IDx 1-RBY on Controller 7.0 

This instruction guide provides information regarding one minor update to the Cell IDx 1-RBY protocol for 

Antibody and Data files updated in April 2022, BOND-RX-Ext-v30-04_07_08-462-US, which can be 

downloaded at:  

 https://www.leicabiosystems.com/us/ihc-ish/ihc-ish-instruments/bond-rxm/. 

Please reach out to Minnie Vu (minhv@cellidx.com) with any questions or concerns. 

 Step 43-44: *Mixed_1, 20A:1B (300’) 

If staining CP03 (CD68/CD163/PD-L1), change from *Mixed_1, 20A:1B (300’) to *Mixed_4, 

50A:1B (300’) for both Step 43 and 44 
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